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INTRODUCTION 
Over the past few years, acoustic Doppler current profilers have been adapted for use in 
shallow water applications that include both velocity and discharge measurements.  A 
special class of these instruments includes those that are autonomous and use wireless 
communication. The Teledyne/RDI StreamPro ADCP and the OTT QLiner are two 
such instruments and we have chosen to compare them on two fundamental water 
resources/hydraulics applications.   
 
On the surface these two instruments are quite different although they are both touted 
as shallow water discharge measuring systems.  The StreamPro is a 3-dimensional 
acoustic Doppler current profiler with bottom tracking while the QLiner features a 2-
dimensional (3 beam) acoustic Doppler current profiler without bottom tracking.  The 
major difference here is that the StreamPro can perform a discharge measurement 
quickly by continuously pulling the boat across the channel in question whereas the 
QLiner must employ a section-by-section approach (more similar to traditional current 
metering).   
 
We compared the performance of these two systems on discharge measurements in a 
concrete-lined trapezoidal canal.  In addition, we investigated and compared the 
velocity profile measurements of each system within this channel and along the 
centerline of a 4 ft-wide laboratory flume with steady flow.  In the field discharge 
measurements, we used both the moving boat (continuous) and section-by-section with 
the StreamPro while the QLiner could only be used with the section-by-section method. 
 
FIELD SITE TESTING 
The field test site we chose was the Charles Hansen Feeder Canal, on the Colorado Big 
Thompson Project near Loveland, Colorado, just downstream from the Big Thompson 
siphon.  The section properties include a concrete-lined trapezoidal section with a 
bottom width of 7 ft, side slopes of 1.25 to 1, a depth of 8.2 ft, and a lining thickness of  
4 inches.  We chose to do the measurements at an existing gauging station 
(HFCBBSCO), figure 1.  Records show the discharge capacity at 550 ft3/s, but this has 
been reduced in recent years because of several flow baffles installed in the canal 
bottom downstream from the gauging station used to create pools for fire water 
supply/storage.  The trapezoidal section was chosen to insure a fair comparison of the 
two systems, feeling that due to the geometry of the respective profilers, a rectangular 
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shaped channel could favor the QLiner.  The StreamPro and the QLiner were operated 
simultaneously using a section-by-section method.  In addition, a standard Price AA 
current meter measurement was also completed.  The StreamPro was used to collect 
additional discharge data by the moving boat method slightly downstream from the 
gauging station using a tagline and an Ocean Science Cable Chimp, figure 2. An 
additional current meter transect and QLiner transect were measured at this same time 
for comparison. 
 

 
Figure 1:  Gauging station on the Hansen Feeder Canal where section-by-section measurements 
were made.  Teledyne/RDI StreamPro on the right side, OTT QLiner on the left side, deployed 
from the current metering bridge. 

 

 
Figure 2:  StreamPro deployed on a tagline with an Ocean Science Cable Chimp (radio controlled 
cableway ROV) for taking moving boat discharge measurements. 
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SECTION-BY-SECTION DISCHARGE MEASUREMENTS 
Discharge measurements by the StreamPro and QLiner along with a standard current 
meter gauging measurement were completed on the morning of May 10, 2007.  Data 
were collected for 40 s at each position for each instrument.  The time required to take a 
single current meter transect allowed us to collect 2 transects each with the StreamPro 
and QLiner.  Data are shown in Table 1.  The current meter transect was rated “good” 
and the measured discharge was 3.88-percent higher than the rated discharge.  The two 
StreamPro measurements were an average of 8.34-percent less than the rated flow and 
the two QLiner measurements resulted in an average of 0.72-percent greater than the 
rating.  The QLiner data were processed using the 1/6th power law, 90-percent of depth 
used for valid cells, immersion depth of 0.13 ft and a fixed width of 27.1 ft. 

 
Table 1:  Results of section-by-section comparative measurements for current 
meter, StreamPro, and QLiner.   
Measurement Type Stage (ft) Rated 

Discharge 
(ft3/s) 

Measured 
Discharge 
(ft3/s) 

Area 
(ft2) 

Mean 
Velocity 
(ft/s) 

Current Meter #1 6.16 484 502.76 138.49 3.63 
StreamPro #1 6.16 484 449.17 130.36 3.45 
StreamPro #2 6.16 484 438.11 131.0 3.34 
QLiner #1 6.16 484 481.95 132.66 3.63 
QLiner #2 6.16 484 493.0 135.50 3.64 
 
MOVING BOAT MEASUREMENTS  
Later that afternoon, several moving boat measurements were taken using the 
StreamPro.  At the same general time these were completed, we repeated a current 
meter transect and a QLiner section-by-section measurement.  Comparative data are 
shown in Table 2.  
 
Table 2: Results showing StreamPro moving boat discharge measurements 
compared to current meter and Qliner measurements taken concurrently. 
Measurement Type Stage (ft) Rated 

Discharge 
(ft3/s) 

Measured 
Discharge 
(ft3/s) 

Area 
(ft2) 

Mean 
Velocity 
(ft/s) 

Current Meter #2 6.13 479 492.12 135.84 3.62 
StreamPro #3 
(IPAQ) n=14 

6.13 479 469.11 136.77 3.43 

StreamPro #3 
(WinRiver II) n=12 

6.13 479 464.36 137.94 3.36 

QLiner #3 6.13 479 478.21 133.55 3.58 
 
Once again this was deemed a good measurement for the current meter, resulting in a 
flow that was 2.74-percent above the rated discharge. The StreamPro averaged 2.09-
percent lower than the rating and the QLiner measurement was 0.17-percent low.  The 
two StreamPro measurements were slightly different in that one was collected using the 
hand-held pocket PC (IPAQ) and used 14 passes, while the second measurement was 
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collected with a laptop running WinRiver II and used 12 passes.  The StreamPro was 
moved across the canal using a ¼ inch tagline and the OceanScience Cable Chimp.  
The section-by-section parameters used by the QLiner and the current meter 
measurements remained unchanged for these tests.   
 
OBSERVATIONS 
Accurate discharge measurements are made up of an accurate flow area measurement 
along with an accurately determined mean velocity profile.  A comparison of the cross 
section measurements taken by each method is shown in figure 3. Note that the 
StreamPro seems to have the most variability in this determination, especially near the 
transitions from the flat bottom section to the 1.25:1 side slopes.  This is most likely 
caused by the Janus transducer configuration.  The QLiner features a dedicated depth 
sounding transducer and so should be the most accurate at determining water cross 
section.  The current meter depths measured were consistently greater than the acoustic 
devices, making us wonder if this may be due to an angle on the sounding caused by 
the high velocity flows or if the acoustic devices were just under predicting depth.   
 
Figure 4 shows the horizontal distribution of the mean vertical velocities measured by 
each instrument for the section-by-section measurements performed.  While all 
methods showed a similar trend in the mean profile, the QLiner profile appeared to 
have the greatest variability along the side slopes of the canal.  The current meter 
profile was the most repeatable and the StreamPro profiles were also quite repeatable.  
The StreamPro collects data at a substantially faster rate than the QLiner, pinging at 40 
Hz versus 3 Hz, so the increased variability in the mean velocity determination by the 
QLiner could likely be due to this reason alone.  The interesting fact to note however is 
that the QLiner consistently performed better in the actual discharge determination as 
compared to the rated discharge than either the StreamPro or the individual current 
meter transects. 
 
Comparison of individual velocity profile measurements was performed for a centerline 
location in the Hansen Feeder Canal, figure 5.  Again, we can see increased variability 
in the QLiner data as compared to the StreamPro data.  Beam 3 is included to provide 
more accurate determination of the velocity profile near the surface.  One might 
describe the QLiner data a “noisy” as compared to the StreamPro – once again this 
could largely be due to the StreamPro utilizing over 10 times the individual 
measurements than processed by the QLiner.   
 
Comparison of the profile data taken in our 4-ft laboratory flume showed similar trends 
with better agreement between the QLiner and StreamPro.  The StreamPro is capable of 
much smaller cell sizes, and hence better resolution, figure 6. 
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Figure 3: Comparison of the cross section measurements taken during the section-by-section 
measurements. 
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Figure 4: Comparison of the horizontal distribution of average vertical velocities for the different 
instruments in the section-by-section measurements. 
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Figure 5: Centerline velocity profile (40 sec) for the Hansen Feeder Canal.  Note StreamPro data is 
consistently lower than QLiner and Price AA values. Average values from the StreamPro and 
QLiner data are from numerical integration of the profiles. 
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Figure 6: Centerline velocity profile in labaoratory 4 ft wide flume with steady flow.  Comparison 
of Qliner, StreamPro and FlowTracker. 

CONCLUSIONS 
• The increased measurement frequency (pinging) by the StreamPro over the 

QLiner is most likely responsible for the cleaner (less noisy) velocity profiles.   
• Since discharge is the product of area and velocity, each quantity is important in 

the accuracy of the final determination.  It appears the StreamPro may measure 
the velocity more accurately while the QLiner does a better job with flow area. 

• The StreamPro performed much better using the moving boat method rather 
than the section-by-section approach. 

• The acoustic instruments proved to be as accurate (compared to the rated Q) and 
much less time consuming than the traditional Price AA current meter. 



<<
  /ASCII85EncodePages false
  /AllowTransparency false
  /AutoPositionEPSFiles true
  /AutoRotatePages /None
  /Binding /Left
  /CalGrayProfile (Dot Gain 20%)
  /CalRGBProfile (sRGB IEC61966-2.1)
  /CalCMYKProfile (U.S. Web Coated \050SWOP\051 v2)
  /sRGBProfile (sRGB IEC61966-2.1)
  /CannotEmbedFontPolicy /Error
  /CompatibilityLevel 1.4
  /CompressObjects /Tags
  /CompressPages true
  /ConvertImagesToIndexed true
  /PassThroughJPEGImages true
  /CreateJDFFile false
  /CreateJobTicket false
  /DefaultRenderingIntent /Default
  /DetectBlends true
  /DetectCurves 0.0000
  /ColorConversionStrategy /CMYK
  /DoThumbnails false
  /EmbedAllFonts true
  /EmbedOpenType false
  /ParseICCProfilesInComments true
  /EmbedJobOptions true
  /DSCReportingLevel 0
  /EmitDSCWarnings false
  /EndPage -1
  /ImageMemory 1048576
  /LockDistillerParams false
  /MaxSubsetPct 100
  /Optimize true
  /OPM 1
  /ParseDSCComments true
  /ParseDSCCommentsForDocInfo true
  /PreserveCopyPage true
  /PreserveDICMYKValues true
  /PreserveEPSInfo true
  /PreserveFlatness true
  /PreserveHalftoneInfo false
  /PreserveOPIComments true
  /PreserveOverprintSettings true
  /StartPage 1
  /SubsetFonts true
  /TransferFunctionInfo /Apply
  /UCRandBGInfo /Preserve
  /UsePrologue false
  /ColorSettingsFile ()
  /AlwaysEmbed [ true
  ]
  /NeverEmbed [ true
  ]
  /AntiAliasColorImages false
  /CropColorImages true
  /ColorImageMinResolution 300
  /ColorImageMinResolutionPolicy /OK
  /DownsampleColorImages true
  /ColorImageDownsampleType /Bicubic
  /ColorImageResolution 300
  /ColorImageDepth -1
  /ColorImageMinDownsampleDepth 1
  /ColorImageDownsampleThreshold 1.50000
  /EncodeColorImages true
  /ColorImageFilter /DCTEncode
  /AutoFilterColorImages true
  /ColorImageAutoFilterStrategy /JPEG
  /ColorACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /ColorImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000ColorACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000ColorImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasGrayImages false
  /CropGrayImages true
  /GrayImageMinResolution 300
  /GrayImageMinResolutionPolicy /OK
  /DownsampleGrayImages true
  /GrayImageDownsampleType /Bicubic
  /GrayImageResolution 300
  /GrayImageDepth -1
  /GrayImageMinDownsampleDepth 2
  /GrayImageDownsampleThreshold 1.50000
  /EncodeGrayImages true
  /GrayImageFilter /DCTEncode
  /AutoFilterGrayImages true
  /GrayImageAutoFilterStrategy /JPEG
  /GrayACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /GrayImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000GrayACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000GrayImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasMonoImages false
  /CropMonoImages true
  /MonoImageMinResolution 1200
  /MonoImageMinResolutionPolicy /OK
  /DownsampleMonoImages true
  /MonoImageDownsampleType /Bicubic
  /MonoImageResolution 1200
  /MonoImageDepth -1
  /MonoImageDownsampleThreshold 1.50000
  /EncodeMonoImages true
  /MonoImageFilter /CCITTFaxEncode
  /MonoImageDict <<
    /K -1
  >>
  /AllowPSXObjects false
  /CheckCompliance [
    /None
  ]
  /PDFX1aCheck false
  /PDFX3Check false
  /PDFXCompliantPDFOnly false
  /PDFXNoTrimBoxError true
  /PDFXTrimBoxToMediaBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXSetBleedBoxToMediaBox true
  /PDFXBleedBoxToTrimBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXOutputIntentProfile ()
  /PDFXOutputConditionIdentifier ()
  /PDFXOutputCondition ()
  /PDFXRegistryName ()
  /PDFXTrapped /False

  /Description <<
    /CHS <FEFF4f7f75288fd94e9b8bbe5b9a521b5efa7684002000410064006f006200650020005000440046002065876863900275284e8e9ad88d2891cf76845370524d53705237300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c676562535f00521b5efa768400200050004400460020658768633002>
    /CHT <FEFF4f7f752890194e9b8a2d7f6e5efa7acb7684002000410064006f006200650020005000440046002065874ef69069752865bc9ad854c18cea76845370524d5370523786557406300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c4f86958b555f5df25efa7acb76840020005000440046002065874ef63002>
    /DAN <>
    /DEU <>
    /ESP <>
    /FRA <>
    /ITA <>
    /JPN <FEFF9ad854c18cea306a30d730ea30d730ec30b951fa529b7528002000410064006f0062006500200050004400460020658766f8306e4f5c6210306b4f7f75283057307e305930023053306e8a2d5b9a30674f5c62103055308c305f0020005000440046002030d530a130a430eb306f3001004100630072006f0062006100740020304a30883073002000410064006f00620065002000520065006100640065007200200035002e003000204ee5964d3067958b304f30533068304c3067304d307e305930023053306e8a2d5b9a306b306f30d530a930f330c8306e57cb30818fbc307f304c5fc59808306730593002>
    /KOR <FEFFc7740020c124c815c7440020c0acc6a9d558c5ec0020ace0d488c9c80020c2dcd5d80020c778c1c4c5d00020ac00c7a50020c801d569d55c002000410064006f0062006500200050004400460020bb38c11cb97c0020c791c131d569b2c8b2e4002e0020c774b807ac8c0020c791c131b41c00200050004400460020bb38c11cb2940020004100630072006f0062006100740020bc0f002000410064006f00620065002000520065006100640065007200200035002e00300020c774c0c1c5d0c11c0020c5f40020c2180020c788c2b5b2c8b2e4002e>
    /NLD (Gebruik deze instellingen om Adobe PDF-documenten te maken die zijn geoptimaliseerd voor prepress-afdrukken van hoge kwaliteit. De gemaakte PDF-documenten kunnen worden geopend met Acrobat en Adobe Reader 5.0 en hoger.)
    /NOR <>
    /PTB <>
    /SUO <>
    /SVE <>
    /ENU (Use these settings to create Adobe PDF documents best suited for high-quality prepress printing.  Created PDF documents can be opened with Acrobat and Adobe Reader 5.0 and later.)
  >>
  /Namespace [
    (Adobe)
    (Common)
    (1.0)
  ]
  /OtherNamespaces [
    <<
      /AsReaderSpreads false
      /CropImagesToFrames true
      /ErrorControl /WarnAndContinue
      /FlattenerIgnoreSpreadOverrides false
      /IncludeGuidesGrids false
      /IncludeNonPrinting false
      /IncludeSlug false
      /Namespace [
        (Adobe)
        (InDesign)
        (4.0)
      ]
      /OmitPlacedBitmaps false
      /OmitPlacedEPS false
      /OmitPlacedPDF false
      /SimulateOverprint /Legacy
    >>
    <<
      /AddBleedMarks false
      /AddColorBars false
      /AddCropMarks false
      /AddPageInfo false
      /AddRegMarks false
      /ConvertColors /ConvertToCMYK
      /DestinationProfileName ()
      /DestinationProfileSelector /DocumentCMYK
      /Downsample16BitImages true
      /FlattenerPreset <<
        /PresetSelector /MediumResolution
      >>
      /FormElements false
      /GenerateStructure false
      /IncludeBookmarks false
      /IncludeHyperlinks false
      /IncludeInteractive false
      /IncludeLayers false
      /IncludeProfiles false
      /MultimediaHandling /UseObjectSettings
      /Namespace [
        (Adobe)
        (CreativeSuite)
        (2.0)
      ]
      /PDFXOutputIntentProfileSelector /DocumentCMYK
      /PreserveEditing true
      /UntaggedCMYKHandling /LeaveUntagged
      /UntaggedRGBHandling /UseDocumentProfile
      /UseDocumentBleed false
    >>
  ]
>> setdistillerparams
<<
  /HWResolution [2400 2400]
  /PageSize [612.000 792.000]
>> setpagedevice


